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PREFACE 
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Inc.,  AEDC  Group,  support  contractor  for  the  propulsion  test  facilities,  AEDC,  AFMC, 
Arnold  Air  Force  Base,  TN,  under  Air  Force  Project  No.  0099.  The  Sverdrup  Project  Manager 
was  W.  J.  Phillips. 
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1.0  INTRODUCTION 

Environmental  concern  over  pollution  levels  in  nonatlainment  areas  has  prompted  interest 
in  roadside  monitoring  of  gaseous  pollutants  from  vehicles.  Enforcement  requires  a 
measurement  capability  to  identify  and  quantify  emissions  regulated  by  state  and  federal 
control  acts.  In  a  technology  project  sponsored  by  AEDC,  optical  techniques  developed  at 
AEDC  for  the  measurements  of  nitric  oxide  (NO)  have  been  evaluated  to  determine  their 
sensitivity  to  detect  and  quantify  NO  densities  in  automobile  exhaust.  These  nonintrusive 
optical  techniques,  developed  and  used  at  AEDC  for  quantitative  measurements  of  NO  in 
arc-heated  air  sources  (Ref.  1)  and  rocket  and  turbine  engine  exhaust  plumes  (Refs.  2  and 
3)  could  play  an  important  role  in  roadside  pollution  level  monitoring  and  enforcement.  This 
report  documents  efforts  conducted  at  AEDC  to  evaluate  nitric  oxide-ultraviolet  (NO-UV) 
absorption  techniques  for  roadside  monitoring  of  automobile  exhausts. 

Two  UV-absorption  techniques  are  in  use  at  AEDC  for  measuring  the  path-averaged 
number  density  of  NO  molecules  over  a  line-of-sight  (LOS)  measurement  volume.  Using  these 
techniques,  radiation  passing  through  the  medium  is  partially  absorbed  at  particular  spectral 
absorption  features  of  the  NO  molecule.  The  (0,0)  absorption  band  of  the  X^Il-A^E 
electronic  transition  of  NO  is  the  absorption  feature  of  interest.  This  electronic  transition 
is  centered  spectrally  at  226.5  nm.  Both  UV-absorption  techniques  ratio  lamp  radiation 
transmitted  through  the  medium  to  a  reference  measurement  (without  NO)  to  determine 
measured  transmittance  (r).  At  a  particular  wavelength,  the  transmittance  is  related  to  the 
product  of  NO  number  density  and  media  path  length  through  the  radiative  transfer  equation 
(Ref.  2).  One  technique,  referred  to  as  resonance  absorption,  uses  a  discharge  lamp  containing 
NO  to  produce  resonance  radiation.  The  lamp  emits  radiation  from  excited  NO  molecules 
primarily  at  spectral  positions  coincident  with  the  molecular  absorption  features  of  the  test 
media,  thus  allowing  better  measurement  sensitivity  than  continuum  radiation  sources.  The 
other  technique,  referred  to  as  continuum  absorption,  uses  a  deuterium  lamp  that  emits  a 
spectral  continuum  of  radiation.  Although  the  inherent  sensitivity  to  number  density  is  less, 
the  lamp  is  smaller,  easier  to  operate,  and  the  sensitivity  can  be  greatly  increased,  owing 
to  the  greater  intensity  of  the  lamp  radiation  which  allows  multiple  passes  of  the  source 
radiation  through  the  test  gas. 

For  specific  test  media  conditions,  the  NO  density-path  length  product  can  be  determined 
by  matching  the  test  data  to  laboratory  measurements  performed  through  a  sample  cell  at 
simulated  test  media  conditions.  However,  because  of  the  varied  applications  of  these 
techniques  at  AEDC,  a  physics-based  computer  model  was  developed  to  determine  the  number 
densities  from  measurements  for  the  wide  range  of  test  conditions  in  applications  previously 
mentioned.  The  reader  is  referred  to  Refs.  1  and  4  for  a  detailed  discussion  of  the  physics 
and  model.  However,  it  should  be  understood  that  a  reliable  model  must  include 
instrumentation  effects  on  the  measurements  and  should  be  verified  according  to  laboratory 
measurements  performed  at  conditions  similar  to  the  test  measurement  conditions. 
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To  assess  the  sensitivity  of  these  techniques,  measurements  were  performed  through 
simulated  automobile  exhausts  containing  controlled  amounts  of  NO.  Additional 
measurements  were  performed  on  biased  and  random  selections  of  automobiles  passing 
through  the  measurement  station.  Representative  measurements  and  conclusions  are  presented 
in  this  report. 


2.0  EXPERIMENTAL  SETUP 

The  NO  measurement  system,  illustrated  schematically  in  Fig.  1,  consists  of  a  radiation 
source  (lamp),  a  shutter  with  an  electronic  controller,  collimating  and  focusing  optics,  and 
a  detector  system  controlled  by  a  personal  computer.  Measurements  were  performed  with 
two  types  of  lamps.  The  resonance  lamp,  a  source  of  NO  radiation,  was  a  DC-excited  capillary 
flow-discharge  tube  operated  at  lO-torr  static  pressure.  The  spectral-continuum  lamp  was 
a  40-W  DC-excited  deuterium  lamp  which  emits  coni  mum  radiation  within  the  spectral  region 
of  these  measurements.  The  detector  system  was  a  0.32-m  Czerny  Turner  spectrograph  with 
a  0.025-mm  entrance  slit  width,  a  2,400-groove/mm  grating,  and  a  1,024-element,  UV- 
enhanced,  intensified,  linear  silicon-diode  array  detector  mounted  at  the  exit  focal  plane  of 
the  spectrograph.  This  configuration  allowed  spectral  measurements  from  216  to  245  nm. 
A  typical  instrument  response  function  (equivalent  slit  function)  measured  for  an  individual 
detector  element  is  given  in  Fig.  2.  The  spectral  resolution,  full-width-half-maximum  of  the 
response  was  about  0.16  nm. 

The  measurements  were  performed  across  a  roadway  on  the  Arnold  Air  Force  Base,  as 
illustrated  in  Fig.  1 .  The  NO  measurement  system  instrumentation  components  (source  and 
receiver)  were  mounted  on  one  side  of  the  roadway,  except  for  a  mirror  on  the  opposite  side 
which  was  used  to  reflect  the  lamp  radiation  back  to  the  spectrometer.  For  measurements 
using  the  resonance  lamp,  the  total  optical  path  between  the  lamp  and  spectrometer  was  about 
60  ft,  with  the  collimated  beam  parallel  to  and  approximately  18  in.  above  the  roadway. 
For  measurements  using  the  deuterium  lamp,  an  additional  mirror  was  added  to  give  a  4-pass 
system  with  an  optical  path  of  120  ft.  The  interaction  of  the  collimated  beam  with  the  exhaust 
gas  defines  the  line-of-sight  measurement  volume.  Since  the  exhaust  gas  does  not  fill  the  entire 
optical  path  between  the  lamp  and  spectrometer,  the  path  length  of  the  measurement  volume, 
L,  is  the  summation  of  these  interaction  distances  from  the  multiple  passes  of  the  beam. 

A  truck  was  configured  with  a  cylinder  of  gas,  a  flow  transducer,  and  a  gas  handling 
system  to  control  the  amount  of  NO  released  during  the  sensitivity  assessment  measurements. 
The  gas  mixture  was  released  through  a  stainless  steel  tube  into  the  normal  exhaust  gas  stream 
of  the  truck.  The  stainless  steel  tube  was  mounted  along  the  tailpipe  of  the  vehicle  which 
was  about  18  in.  above  the  roadway  and  pointed  toward  the  passenger  side  of  the  truck. 
The  calibration  gas  was  a  10-percent  mixture  of  NO  using  N2  as  the  balance  gas.  The  gas 
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mixture  was  released  at  flow  rates  between  3.45  and  17.2  standard  liters  per  minute  (slpm) 
with  the  truck  speed  varied  from  6  to  30  mph.  The  effective  emission  factor  (grams  of  pollutant 
per  vehicle  mile)  can  be  obtained  from  the  flow  rates  of  the  gas  mixture  and  the  vehicle  speed 
from  the  relationship: 


where: 


2.68yM^ 

€  =  - 

V 

e  =  emission  factor,  gm/mile 


/  =  flow  rate  (slpm) 

M^,  =  molecular  weight 
X  =  mole  fraction  of  pollutant 


V  =  vehicle  speed,  mph 


This  yields  effective  NO  emission  factors  between  0.92  and  23.0  gm/mile  for  the  controlled 
measurements  reported. 


All  vehicles,  including  the  truck  used  for  controlled  measurements,  were  monitored  by 
a  radar  gim  to  measure  vehicle  speed.  Xybion®  gated  video  cameras  recorded  license  plate 
numbers  for  later  identification  of  the  vehicle  types. 


3.0  DATA  ACQUISITION 

A  set  of  30  raw  data  spectra  were  acquired  continually  over  a  15-sec  interval  per  vehicle 
exhaust  measurement.  The  toal  integration  time  for  each  spectrum  was  0.5  sec.  Data  acquisition 
was  manually  triggered  about  7  sec  before  a  vehicle  passed  through  the  optical  beam.  The 
first  two  spectra  were  acquired  with  the  lamp  shuttered  to  quantify  background  levels,  lB(ki), 
which  were  primarily  due  to  internal  detector  noise.  The  shutter  was  then  opened  to  measure 
the  raw  data  lamp  signal,  lo(Xi),  in  the  absence  of  exhaust  gases.  This  was  followed  by  a 
momentary  beam  interruption  by  the  vehicle,  and  then  measurements  of  the  lamp,  lT(Xi), 
transmitted  through  the  trailing  exhaust.  Spectral  transmittances  were  determined  from  the 
raw  data  measurements  according  to 

lT(Xi)-lB(Xi) 

Ti  =  -  (2) 

Io(Xi)-lB(^i) 
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where  X,  denotes  the  center  frequency  of  radiation  falling  onto  the  i'**  detector  element  of 
the  linear  array.  The  denominator  of  Eq.  (2)  is  a  reference  lamp  spectra  acquired  without 
NO  in  the  optical  path.  The  numerator  is  a  measure  of  the  lamp  radiation  passed  through 
a  medium  containing  NO. 

Spectra,  acquired  with  and  without  NO  in  the  optical  path,  are  presented  in  Figs.  3a  and 
4a  for  the  resonance  and  continuum  lamps,  respectively.  Several  vibrational  bands  of  the 
NO  gamma  system  emitted  from  the  resonance  lamp  (labeled  in  Fig.  3a)  illustrate  molecular 
features  of  the  NO  molecule  within  the  spectral  range  of  the  measurement  system.  However, 
due  to  the  low  temperatures,  NO  in  the  automobile  exhaust  absorbs  only  at  the  (0,0)  band, 
as  observed  in  the  lower  curves  of  Figs.  3a  and  4a.  The  (0,0)  band  absorption  is  seen  more 
distinctly  in  the  spectral  transmittances,  Figs.  3b  and  4b.  Note  that  spectral  regions  of  low 
lamp  intensity  produce  greater  noise  levels  on  the  spectral  transmittances,  as  would  be  expected 
from  signal-to-noise  considerations. 

Continual  spectral  coverage  allows  identification  and  correction  for  attenuation  effects 
not  attributable  to  NO  gamma  absorption.  This  is  illustrated  in  Figs.  4  and  5  where  particulates 
(possibly  dust  or  water  droplets)  scattered  radiation  from  the  collimated  beam.  A  good  estimate 
of  transmittance  at  the  absorbing  wavelengths  can  be  determined  as  illustrated  in  Fig.  5.  A 
linear  (or  polynomial)  fit  to  transmittance  values  at  wavelengths  just  above  and  below  the 
spectral  region  absorbed  by  NO  becomes  the  reference  baseline  for  the  NO  absorption  feature. 
The  corrected  transmittance  is  determined  by  dividing  the  measured  transmittance  by  the 
fitted  curve. 


4.0  RESULTS 

Controlled  measurements  were  performed  using  the  resonance  source  lamp  for  a  constant 
30-iiiph  truck  speed  and  N<^/N2  flow  rates  of  3.45,  6.63.  12.84,  and  I  '. 2  slpm.  The 
equivalent  emission  factors  are  0.92,  1.78,  3.44,  and  4.61  gm/mile,  respectively.  Neither 
absorption  nor  anomalous  spectral  effects  were  observed  on  data  acquired  as  the  truck  passed 
the  measurement  station  without  flowing  the  gas  mixture.  Also,  absorption  for  the  lowest 
NO/N2  flow  rate  was  not  discernible  from  the  noise  level.  However,  molecular  NO 
absorption  was  apparent  for  the  6.63  slpm  flow  rate  and  increased  significantly  at  higher 
flow  rates.  Transmittance  spectra  with  maximum  absorption  are  given  in  Figs.  6  and  7  for 
release  flow  rates  of  12.84  and  17.2  slpm,  respectively. 

A  reconfiguration  of  the  measurement  system  allowed  the  deuterium  lamp  radiation  to 
cross  the  roadway  four  times,  thus  increasing  the  effective  measurement  volume  path  length 
by  a  factor  of  two.  Using  this  lamp  as  the  radiation  source,  measurements  were  performed 
with  a  gas  mixture  flow  rate  of  17.2  slpm  and  truck  speeds  from  6  to  30  mph,  giving  a  range 
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of  emission  factors  from  23.0  to  4.61  gm/mile,  respectively.  A  spectral  transmittance 
representative  of  the  measurements  is  given  in  Fig.  8  for  a  truck  speed  of  30  mph  (t  =  4.61 
gm/mile).  As  the  truck  speed  was  increased,  the  measured  transmittance  increased  from  about 
0.65  (e  =  23.0  gm/mile)  to  approximately  0.9  (e  =  4.61  gm/mile).  Also,  less  absorption 
was  observed  as  the  truck  traveled  in  the  direction  of  the  gusty  5  mph  winds  than  in  the  opposite 
direction  for  the  same  flow  rates.  The  temperature  of  the  tailpipe  (monitored  with  a 
thermocouple  gage)  increased  from  145  to  500°F  during  this  series  of  measurements. 

Spectral  transmittances  of  Figs.  7  and  8  were  acquired  at  the  same  simulated  exhaust 
conditions  but  with  different  types  of  lamps.  As  stated  in  the  introduction,  the  NO  resonance 
lamp  radiation  is  usually  more  readily  absorbed  due  to  the  spectral  coincidence  of  the  lamp 
radiation  and  absorbing  transitions.  However,  two  factors  account  for  more  absorption  of 
the  deuterium  lamp  radiation  in  these  measurements.  First,  the  absorbing  transitions  of  NO 
in  the  exhaust  gas  are  pressure  broadened,  making  the  absorbing  linewidths  much  wider  than 
the  Doppler-broadened  resonance  lamp  radiation  linewidths.  But  more  importantly,  the  path 
of  the  deuterium  lamp  radiation  through  the  exhaust  was  twice  that  for  the  resonance  lamp 
radiation  measurements.  Doubling  the  path  length  should  approximately  square  the 
transmittance  at  a  particular  wavelength.  Thus,  the  use  of  a  deuterium  lamp  in  a  4-pass 
configuration  was  more  sensitive  to  NO  number  density  in  these  measurements  than  a 
resonance  lamp  configured  for  only  2-pass  measurements. 

Strong  spectral  absorption  features  not  attributable  to  NO  gamma  band  absorption,  shown 
in  Fig.  9,  were  observed  in  one  data  set  acquired  during  the  simulated  exhaust  measurements. 
Although  the  NO  absorption  centered  at  226.5  nm  was  present  as  usual,  additional  features 
primarily  at  lower  wavelengths  indicate  absorption  due  to  another  chemical  species  (not 
discussed  in  this  report).  These  features  have  neither  been  identified  nor  observed  in  later 
measurements  aimed  at  duplicating  the  measurement  conditions.  Possibly,  unique  weather 
conditions  or  a  coincidental  anomalous  emission  from  the  truck  (engine  at  idle)  could  have 
been  responsible  for  the  presence  of  the  species.  During  the  measurements,  both  the  NO/N2 
mixture  and  an  18-percent  concentration  of  CO  in  a  CO/N2  mixture  (not  discussed  in  this 
report)  were  released  at  flow  rates  of  17.2  and  83.8  slpm,  respectively,  with  the  truck  coasting 
at  30  mph.  The  tailpipe  was  about  500®F.  A  slight  drizzle  of  rain  had  just  stopped,  and  the 
air  temperature  was  about  80°F. 

A  biased  set  of  data  was  collected  on  a  selection  of  large  older  vehicles  with  large  engines 
using  the  NO  resonance  lamp  with  a  2-pass  beam.  Data  were  acquired  as  these  automobiles 
accelerated  through  the  measurement  station  from  a  stopped  position  150  ft  away.  Most  of 
the  data  showed  distinctive  absorption  in  the  NO  gamma  (0,0)  band  ranging  from  80-  to 
95-percent  transmittance.  This  is  illustrated  in  Fig,  10  where  the  transmittances  for  several 
NO  gamma  bands  (labeled  in  Fig.  3a)  are  plotted  in  time  (scan  number)  for  several  vehicles. 
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There  were  several  seconds  between  measurements  for  different  vehicles  which  are  separated 
by  vertical  dotted  lines  in  the  figure.  Considering  data  for  each  automobile  as  a  test,  the 
first  data  points  are  prete'i  'iansmitiances.  A  sudden  drop  in  transmittance  occurred  as  the 
vehicle  blocked  the  or'*  path,  immediately  followed  by  a  rise  in  transmittance  to  about 
1.0  at  spectral  regions  other  than  the  (0,0).  Transmittance  at  the  (0.0)  band  slowly  increased 
(absorption  decreased)  in  lime  as  the  exhaust  dispersed. 

'  inally,  measurements  were  performed  on  automobiles  selected  at  random  as  they  passed 
the  measurement  station.  Most  vehicles  either  coasted  or  slowed  down  while  passing  through 
the  measurement  station  and  therefore  were  not  operating  under  load  conditions.  Absorption 
was  not  observed  on  these  automobiles.  The  same  was  true  for  the  reconfigured  4-pass 
measurement  system  using  the  deuterium  lamp.  However,  when  cars  at  random  were  made 
to  stop  about  100  ft  from  the  measurement  station,  NO  absorption  was  observed  as  the  vehicle 
accelerated  through  the  measurement  station. 

A  theoretical  modeling  code  (Refs.  1 ,  2,  and  4)  was  used  to  calculate  transmittances  through 
a  homogeneous  medium  while  varying  the  NO  number  density  and  assuming  a  pressure  or 
1  atm,  a  temperature  of  300  K,  and  a  path  length  of  6  m.  The  transmittances,  corresponding 
to  the  primary  bandhead  of  the  (0,0)  band  (226.28  nm),  are  plotted  in  Fig.  11  as  a  function 
of  NO  concentration  (ppm)  times  the  path  length  (m)  for  both  NO  resonance  and  continuum 
source  lamps.  Although  the  code  was  not  calibrated  exclusively  for  the  range  of  present 
measurement  conditions,  the  calculation  will  give  a  fair  estimate  of  the  amounts  of  NO  for 
measured  transmittances. 

The  determination  of  exhaust  number  density  from  the  theoretical  code  calculations  requires 
assumptions  about  the  dispersion  of  the  exhaust  gases  trailing  the  vehicle.  For  example,  the 
data  shown  in  Fig.  8  were  acquired  using  the  deuterium  lamp.  The  NO  emission  factor  was 
4.61  gm/mile,  which  is  equivalent  to  5.8  x  10*^  molecules/cm.  Assuming  that  during  the 
measurement  the  exhaust  gases  were  entrained  behind  the  vehicle  within  a  volume  with  a 
cross-sectional  area  1  meter  high  by  2  meters  along  the  width  of  the  truck,  this  emission  factor 
equates  to  an  NO  density  of  2.9  x  10'^  molecules/cm^,  or  a  measurement  path  column 
density  of  9.4  ppm-meter,  assuming  a  total  number  density  at  ambient  conditions  of  1-atm 
pressure  and  300  K  temperature.  Note  that  the  deuterium  lamp  beam  was  passed  four  times 
across  the  road  giving  an  equivalent  beam-exhaust  interaction  distance  of  8  m.  The  measured 
transmittance  at  the  (0,0)  bandhead  was  approxiamtely  0.85,  which  relates  to  an  NO  column 
density  of  26  ppm-meter  in  Fig.  1 1  for  the  continuum  lamp  calculations.  However,  the 
measured  transmittance  for  the  vehicle  traversing  the  measurement  station  in  the  opposite 
direction  was  about  0.92,  or  about  10  ppm-meter,  a  number  which  agrees  closely  with  the 
density  inferred  from  the  emission  factor.  Similar  results  were  observed  for  other  sets  of 
data  acquired  using  the  deuterium  lamp  and  controlled  flow-rate  conditions. 
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5.0  SUMMARY  AND  CONCLUSIONS 

The  purpose  of  this  study  was  to  determine  the  feasibility  of  monitoring  NO  emissions 
from  automobiles  using  UV-absorption  techniques,  with  present  emphasis  on  determining 
the  detectability  of  NO  for  emission  rates  comparable  to  automobile  emissions  and  increasing 
the  measurement  sensitivity.  Measurements  were  performed  across  a  roadway  using  simulated 
exhausts  and  automobile  exhausts  to  determine  lower  limit  detectability  and  feasibility, 
respectively.  Measurement  sensitivity  was  increased  by  multipassing  the  source  radiation  across 
the  roadway.  NO-resonance  lamp  radiation  was  passed  twice  across  the  road  (through  the 
test  media),  and  the  higher-intensity  deuterium  lamp  radiation  was  passed  4  times  across 
the  road. 

Lower  detectable  limits  were  determined  from  measurements  through  simulated  exhausts 
produced  by  flowing  a  lO-percent  NO/Nt  gas  mixture  along  the  exhaust  pipe  of  a  small  truck. 
The  2-pass  NO-resonance  technique  detected  NO  for  emission  rates  as  low  as  1.78  gm/mile. 
Measurements  with  the  deuterium  lamp  were  more  sensitive  because  the  beam  was  passed 
through  the  test  medium  4  limes,  increasing  the  effective  path  length  by  a  factor  of  2  over 
measurements  with  the  resonance  lamp. 

Nitric  oxide  absorption  was  not  detected  using  either  lamp  on  exhaust  measurements  of 
automobiles  passing  through  the  measurement  station  at  constant  speeds.  The  typical  driver 
response  was  to  coast  or  deaccelerate  through  the  measurement  station,  actions  which  may 
account  for  null  measurements.  However,  NO  absorption  was  observed  each  time  an 
automobile  was  forced  to  stop  before  reaching  the  measurement  station,  and  then  accelerate 
through  the  measurement  station  as  the  data  were  acquired. 

The  continuum  absorption  technique,  although  inherently  less  sensitive  than  the  NO- 
resonance  technique  for  equal  path  lengths,  is  preferred  due  to  the  availability  of  high-intensity 
lamps  that  allow  numerous  radiation  passes  through  the  test  media.  Thus,  the  sensitivity 
achievable  with  continuum  sources  is  greater  than  that  for  the  resonance  lamp. 

Measurements  presented  in  this  report  indicate  that  UV  absorption  techniques  have 
sufficient  sensitivity  to  be  pursued  as  a  viable  mean's  of  monitoring  NO  emission  in  automobile 
exhausts.  However,  these  techniques  yield  a  path-averaged  NO  number  density  so  that 
quantification  from  such  measurements  depends  upon  a  knowledge  of  the  spatial  and  temporal 
dispersion  of  the  exhaust  gases.  As  observed  in  this  study,  measured  transmittances  varied 
for  vehicle  direction  passing  through  the  measurement  station  which  may  be  attributed  to 
the  gusting  wind  velocity  and/or  tailpipe  orientation.  Absolute  quantification  could  be  avoided, 
however,  by  independently  measuring  an  easily  predictable  species,  such  as  CO2  along  the 
same  line-of-sight  measurement  volume,  a  practice  common  in  such  measurement  situations. 
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These  gases  would  be  well  mixed  so  that  the  ratio  of  NO  to  CO2  would  be  constant  regardless 
of  the  exhaust  dispersion,  and  the  CO2  would  serve  as  a  reference  for  the  quantity  of  NO 
in  the  exhausts. 
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Figure  1.  Illustration  of  the  NO  resonance  absorption  system  setup 
for  automobile  exhaust  measurements. 


Figure  2.  Instrument  response  function  corresponding  to  a  single  detector  array  element. 
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Figure  4.  Deuterium  lamp  reference  with  and  without  NO  present  in  the  optical  path. 
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Figure  6.  NO>resonance  lamp  transmittance  with  12.84  sipm  NO/N2  flow  rate. 
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Figure  8.  Deuterium  lamp  transmittance  with  17.2  sIpm  NO/N2  flow  rate. 
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Figure  9.  Transmittance  spectra  with  unidentified  absorption  features. 
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Figure  10.  Transmittances  at  the  NO  gamma  (2,2)>  (1«1)*  (0,0),  and  (0,1)  bandheads 
for  automobile  exhaust  measurements  using  the  resonance  lamp. 
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